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Glassy carbon electrode modiﬁed with functionalized multi-walled carbon nanotubes within a dihexade-
cyl hydrogen phosphate ﬁlm was used to develop a sensitive and simple square-wave adsorptive strip-
ping voltammetric (SWAdSV) method for the determination of gemﬁbrozil. The cyclic voltammograms
obtained showed one irreversible anodic peak for gemﬁbrozil at a potential of 1.3 V using a 0.1 mol L1
phosphate buffer solution (pH 2.0). The cyclic voltammetric responses were studied with regard to scan
rate, and the number of electrons transferred during the oxidation process was calculated. A calibration
curve for gemﬁbrozil in the concentration range from 75 to 1000 nmol L1 with a detection limit of
53 nmol L1 were obtained. The proposed SWAdSV method was successfully applied to determine gem-
ﬁbrozil in pharmaceutical and urine samples with good accuracy and precision.
 2012 Elsevier B.V. All rights reserved.1. Introduction
Gemﬁbrozil (GEM) 5-(2,5-dimethylphenoxy)-2, 2-dimethylpen-
tanoic acid (Fig. 1), is a highly effective agent that is used for the
treatment of hyperlipidemia, which is a growing disease of medical
concern. GEM, a ﬁbric acid derivative, reduces the levels of triglyc-
erides, cholesterol, and low-density lipoprotein (LDL) in the blood
and increases the concentrations of cholesterol carried in high-
density lipoprotein (HDL); these changes are associated with a re-
duced incidence of coronary heart disease [1,2]. More than 90% of
orally administered GEM is absorbed, and most of the absorbed
drug is excreted in the urine [3]. Its plasma half-life is about
1.5 h, and the peak blood levels of about 20 lg mL1 are reached
1–2 h after the ingestion of a single 600-mg dose. Thus, the deter-
mination of GEM in pharmaceutical formulations and urine is nec-
essary for quality-control procedures in the industry, in order to
ensure the correct dose in patients during treatment and for phys-
iological pharmacokinetics.ll rights reserved.
ica, Universidade Federal de
. Tel.: +55 16 33518098; fax:
).A review in the literature reveals that several methods have
been developed for the determination of gemﬁbrozil: high-perfor-
mance liquid chromatography (HPLC) [4–8], gas chromatography
(GC) [9–11], spectroﬂuorimetry [3,12], polarography [13], and
potentiometry [14]. Nevertheless, most of these methods just cited
require relatively expensive instrumentations, a long time of anal-
ysis, and/or an analyst with dedicated skills. Notwithstanding, as
far as we know, no procedure has ever been reported for the deter-
mination of GEM in pharmaceutical formulation and urine using a
voltammetric method and a glassy carbon electrode modiﬁed with
carbon nanotubes.
Carbon nanotubes (CNTs) have attracted increasing attention
due to their special structure and unique mechanical, electronic,
and electrochemical properties. CNTs used as electrode material
enable fast electron-transfer reactions that can improve the elec-
trocatalytic properties [15–22]. Although CNTs have so many mer-
its, they are insoluble in most solvents, which can limit their
application. Moreover, an aqueous suspension of as-prepared CNTs
is usually unstable, due to its hydrophobic surface [23]. The func-
tionalization of CNTs is used to increase the CNTs solubility. A
chemical oxidation method is commonly used. In this method, a
mixture of sulfuric and nitric acids is used for eliminated metallic
impurities, and it enhances the dispersibility of the CNTs in aque-
ous solution by the formation of carboxyl and hydroxyl groups
Fig. 1. GEM molecular structure.
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structure.
Dihexadecyl hydrogen phosphate (DHP) is a hydrophobic sur-
factant that has two long hydrocarbon chains linked to the phos-
phate group which self-assembles into multiple bilayer
structures that are similar to lipid bilayers; this behavior allows
the dispersal of CNTs as well as the preparation of an aqueous sta-
ble and homogeneous suspension [24–29].
In this study, a multi-walled carbon nanotube and a DHP
(MWCNTs-DHP) ﬁlm-modiﬁed glassy carbon electrode were pre-
pared and employed for the development of a convenient and sen-
sitive square-wave adsorptive stripping voltammetric (SWAdSV)
method to determine GEM in pharmaceutical and urine samples.2. Experimental
2.1. Reagents
Stock solution (1.0  103 mol L1) of gemﬁbrozil (Sigma–Al-
drich) was freshly prepared in ethanol (Sigma–Aldrich). Dihexade-
cyl hydrogen phosphate and multi-walled carbon nanotubes (20–
30 nm in diameter and 0.5–2.0 lm in length; purity: P95%) were
obtained from Sigma–Aldrich. Other reagents used were of analyt-
ical grade, and all solutions were prepared using ultra-puriﬁed
water (resistivity greater than 18 MX cm) supplied by a Milli-Q
system (Millipore).
2.2. Apparatus
All voltammetric experiments were performed using an AUTOLAB
PGSTAT-30 (Ecochemie) potentiostat/galvanostat controlled with the
GPES 4.0 software. A three-electrode cell systemwas used,with a plat-
inumwire as auxiliary electrode, anAg/AgCl (3.0 mol L1 KCl) as refer-
ence electrode, and a glassy-carbon electrode (GCE) (4 mm in
diameter) or a dihexadecyl hydrogen phosphate-modiﬁed glassy-car-
bon electrode (DHP/GCE) or a dihexadecyl hydrogen phosphate/mul-
ti-walled carbon nanotube-modiﬁed glassy-carbon electrode
(MWCNTs-DHP/GCE) as working electrode.
The GEM determination using HPLC was carried out using an
LC-10AT Shimadzu system with a UV/Vis detector (SPD-M10-
AVP) set at a wavelength of 232 nm and a Shim-Pack CLC-ODS
(4.6  150 mm, 5 lm) chromatographic column. The mobile phase
was an acetonitrile/water solution (70:30, v/v) adjusted to pH 2.5
with 85% phosphoric acid. The ﬂow rate was 1.2 mL min1, and
the injection volume was 50 lL [6].
2.3. Preparation of the MWCNTs-DHP-modiﬁed electrode
Initially, the GCE was polished to mirror ﬁnish using an ultra-
ﬁne sand paper and 1.0 lm and 0.5 lm of alumina slurry. After
being rinsed with ultrapure water, the polished GCE was sonicated
for 5 min in ultrapure water and dried at room temperature.
Carbon nanotubes were puriﬁed to remove metallic impurities
with 2.0 mol L1 HCl solution and ultrapure water; this was fol-
lowed by treatment with a mixture of HNO3/H2SO4 solution (3:1,v/v), both concentrated, for 12 h at room temperature to allow
the introduction of polar hydrophilic surface groups, mainly the
carboxyl group at the ends or at the sidewall defects of the nano-
tube structure. After this, the suspension was centrifuged, and
the solid was washed several times with ultrapure water until
pH 6.5–7.0 was reached, and then dried at 120 C for 6 h [30,31].
The MWCNTs-DHP suspension was prepared by dispersing
1 mg of functionalized MWCNTs and 1 mg DHP into 1 mL of ultra-
pure water that was placed in an ultrasonic bath for 120 min.
TheMWCNTs-DHP/GCEwasmade by dropping 15 lL ofMWCNTs-
DHP suspension on the polished surface of the glassy carbon electrode
using amicropipette and leaving it to dry at roomtemperature for 12 h
in air. Due to the evaporating solvent, a uniform and stable MWCNTs-
DHP ﬁlm was obtained on the electrode surface.
2.4. Analytical procedure
The MWCNTs-DHP/GCE was ﬁrst stabilized in 10 mL of
0.1 mol L1 phosphate buffer solution (pH 2.0) by 50 cyclic voltam-
metric sweeps between 0.2 and 1.4 V. Then, the electrode was
transferred into another glass conventional cell containing 10 mL
of 0.1 mol L1 phosphate buffer solution (pH 2.0), and aliquots of
the stock solution of GEM were added.
The GEM determinations in pharmaceutical and urine samples
were carried out by square-wave adsorptive stripping voltamme-
try. A systematic study of SWV parameters was conducted, and
the best chemical conditions were initially evaluated. After optimi-
zation of the parameters, the SWAdS voltammograms were ob-
tained in a potential range from 1.10 to 1.45 V vs. Ag/AgCl
(3.0 mol L1 KCl) with an accumulation time of 300 s, a square-
wave frequency of 40 Hz, a pulse amplitude of 45 mV, and a scan
increment of 3 mV. The analytical curve was constructed using
the SWAdS voltammograms obtained after the successive addition
of aliquots of the GEM stock solution into the electrochemical cell
containing 10 mL of 0.1 mol L1 phosphate buffer solution (pH 2.0).
Each concentration was a measurement in triplicate. The artiﬁcial
urine and pharmaceutical samples were analyzed in triplicate
using the standard addition method.
2.5. Sample preparation
Commercial samples (600 and 900 mg GEM/tablet) were ob-
tained from a local market. Artiﬁcial urine was prepared as de-
scribed elsewhere [32]. The urine samples were spiked with
adequate amounts of GEM stock solution to obtain concentration
of 1.0  105 mol L1.
Ten GEM tablets were weighed and ground to a homogeneous
powder in a mortar. A certain amount of drug was accurately
weighed, transferred into a 50-mL calibrated ﬂask, and completed
to the volume with ethanol to prepare a solution equivalent to a
GEM stock solution. The sample contained in the ﬂask was soni-
cated for 30 min to complete dissolution. After an appropriate ali-
quot was diluted with supporting electrolyte, an aliquot of 250 lL
was transferred to the voltammetric cell.
Considering the range of the calibration curve (analytical curve),
aliquots of 250 lL and 800 lL of artiﬁcial urine that were spiked
were placed in a conventional glass cell containing 10 mL of sup-
porting electrolyte.
3. Results and discussion
3.1. Electrocatalytic oxidation of gemﬁbrozil on the MWCNTs-DHP/
GCE
The electrochemical behavior of GEM was studied by cyclic vol-
tammetry in a 0.1 mol L1 phosphate buffer solution (pH 2.0). The
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tion using the MWCNTs-DHP/GCE was compared with the cyclic
voltammograms of GCE and DHP/GCE, (Fig. 2). In the bare GCE, a
low oxidation peak is observed at 1.33 V. The DHP/GCE electrode
shows a smaller anodic peak current density for GEM oxidation
at 1.37 V. Otherwise, under identical experimental conditions, a
higher anodic peak current density was observed for MWCNTs-
DHP/GCE at 1.31 V. MWCNTs-DHP/GCE present a decrease of
20 mV in the overpotential and an increase of four times in the
analytical signal as compared to the bare GCE. These results are a
clear evidence of GEM electrocatalytic oxidation capability of the
developed electrode.
The GEM cyclic voltammograms presented an anodic peak due
to the oxidation of GEM and no peak in the reverse direction was
observed, indicating that the oxidation of GEM on the electrodes
is an irreversible process.Fig. 3. Cyclic voltammograms obtained at different adsorption times for
5.0  105 mol L1 GEM using MWCNTs-DHP/GCE in 0.1 mol L1 phosphate buffer
solution (pH 2.0). Adsorption time (1) 30, (2) 60, (3) 120, (4) 180, (5) 240, (6) 300,
(7) 360, and (8) 420 s. Insert: dependence of anodic peak current density (j) with
adsorption time.3.2. Effect of supporting electrolyte and solution pH
The voltammetric behavior of GEM was investigated by cyclic
voltammetry in many supporting electrolytes, such as sulfuric acid,
phosphate buffer, acetate buffer, Britton-Robinson buffer, and KCl
solutions. The best anodic peak with regard to the deﬁnition and
smaller potential work for GEM oxidation was obtained in phos-
phate buffer solution. After this study, the effect of solution pH
on the oxidation of GEM at the MWCNTs-DHP/GCE was investi-
gated in a 0.1 mol L1 phosphate buffer solution over the pH range
from 2.0 to 5.0. Cyclic voltammograms of 5.0  105 mol L1 GEM
(50 mV s1) were recorded at pH 2.0, 3.0, 4.0, and 5.0 (Fig. SD-1). As
can be observed, the anodic peak potentials shifted to less positive
potentials when the pH decreases. In addition, the analytical signal
gradually increased from pH 5.0 to 2.0 and the highest value was
observed at pH 2.0. Thus, a pH 2.0 (0.1 mol L1 phosphate buffer
solution) was selected as supporting electrolyte.3.3. Effect of accumulation potential and adsorption time
The effect of accumulation potential on the oxidation of
5.0  105 mol L1 GEM was investigated on the MWCNTs-DHP/
GCE. The range of potential evaluated was from 0.2 to 1.0 V, and
the obtained peak current density was constant in this potential
range, suggesting that the accumulation potential had no effect
on the oxidation peak current density. Thus, an open-circuit accu-
mulation of analyte was adopted.
The inﬂuence of the accumulation time on the oxidation peak
current density of GEM was also studied (Fig. 3). The anodic peak
increases rapidly with the accumulation time until 300 s. After thisFig. 2. Cyclic voltammograms of GCE (dashed line), DHP/GCE (solid line), and
MWCNTs-DHP/GCE (short dashed line) for 5.0  105 mol L1 GEM in 0.1 mol L1
phosphate buffer solution (pH 2.0). Adsorption time of 5 min.time, it remained practically constant due to electrode surface sat-
uration. Therefore, an accumulation time of 300 s was selected for
further work.
3.4. Controlled potential electrolysis
The electrolysis of a 5.0  105 mol L1 GEM solution on
MWCNTs-DHP/GCE was studied by chronoamperometry. A poten-
tial of 1.4 V was supplied during 900 s with stirring. The Faraday
equation (Eq. (1)) was used to obtain the number of electrons in-
volved in the process [33]:
Q ¼ nDCF ð1Þ
where Q is the electric charge, n is the number of electrons trans-
ferred, DC is the moles variation, and F is the Faraday constant.
The square-wave adsorptive striping voltammograms before and
after electrolysis were obtained, and the variation in the number
of mols of GEM was found to be 3.05  107. The calculated electric
charge was 6.02  102 C, which was obtained by integrating the
area under the curve of the chronoamperogram. The number of
electrons calculated was 2, indicating that the electro-oxidation of
GEM on the MWCNTs-DHP/GCE involves the transfer of two elec-
trons per molecule of analyte. Thus, in Fig. 4, a mechanism for
GEM oxidation is proposed by taking into account the number of
electrons transferred and a previous study of GEM degradation by
oxidation [34].
3.5. Effect of scan rate and determination of a and ks
The effect of scan rate on the GEM oxidation at the MWCNTs-
DHP/GCE in a 0.1 mol L1 phosphate buffer solution (pH 2.0) using
cyclic voltammetry was investigated (Fig. 5). The peak current den-
sity showed a linear relationship with the scan rate from 5.0 to
150 mV s1. Besides this, a linear plot of logarithm of peak current
versus the logarithm of the scan rate presented a slope of 1.0; this
value is in agreement with that report in the literature [35] for a
system with adsorption-controlled behavior.
Moreover, the GEM oxidation peak was shifted to more positive
potentials with the increase in the scan rate, an expected behavior
of irreversible electrochemical reactions. A linear relationship was
observed between Ep and ln v in the range from 5 to 150 mV s1
represented by a linear equation (Eq. (2)), as shown in Fig. 5:
Ep ¼ 1:366þ 0:0259 ln m r ¼ 0:9923 ð2Þ
Fig. 4. Proposed mechanism of GEM oxidation on the MWCNTs-DHP/GCE.
Fig. 5. Cyclic voltammograms obtained at different scan rates (v) for 5.0  105 -
mol L1 GEM in 0.1 mol L1 phosphate buffer solution (pH 2.0) using MWCNTs-
DHP/GCE: (a) v = 5, (b) v = 10, (c) v = 30, (d) v = 50, (e) v = 70, (f) v = 100, and (g)
v = 150 mV s1. Insert: Ep vs. ln v plot (three replicate at each speed). Adsorption
time of 5 min.
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for irreversible systems [36]:
Ep ¼ E0  RTanF
 
ln
RTkS
anF
 
þ RT
anF
 
ln m ð3Þ
where a is the charge transfer coefﬁcient, ks is the heterogeneous
electron transfer rate constant, n is the number of electrons trans-
ferred, v is the scan rate, and E0 is the formal redox potential. Other
symbols have their usual meanings. Thus, from the obtained slope
of Ep vs. ln v and considering T = 298.15 K, R = 8.314 J K1 mol1,
and F = 96485 C mol1, the value of an can be easily calculated.
Using the obtained slope of 0.0259, the calculated an value was
0.990. From the electrolysis study of GEM it was determine 2 elec-
trons in the oxidation reaction. That means a is 0.5, indicating that
both electrons were transferred simultaneously in the rate deter-
mining step, that is a common value for organic compounds [37–
39]. The an value was used in the determination of the heteroge-
neous electron transfer rate constant. A E0 equal to 1.230 V was ob-
tained from the intercept for v = 0 of Ep vs. v plot. The linear
coefﬁcient obtained for Ep vs. ln v plot (Fig. 5) was 1.366. Thus, using
this information and Eq. (3), the ks value obtained was 0.197 s1.Fig. 6. Square-wave adsorptive stripping voltammograms (with baseline correc-
tion) using MWCNTs-DHP/GCE for GEM in various concentrations: (a) 75, (b) 100,
(c) 250, (d) 500, (e) 750, and (f) 1000 nmol L1 in 0.1 mol L1 phosphate buffer
solution (pH 2.0) and adsorption time of 5 min. Inset: Analytical curve for GEM
(average of three determinations).3.6. Analytical parameters
The voltammetric method for determining GEM in pharmaceu-
tical and urine samples using MWCNTs-DHP/GCE was carried out
by SWAdSV. This technique presented a better sensitivity, lower
limit of detection and the peaks current density are sharper and
better deﬁned at lower concentrations of GEM solutions compared
with differential pulse adsorption stripping voltammetry.
The adsorptive stripping voltammetric techniques are based on
previous accumulation of the compound (analyte) to be deter-
mined in the working electrode, followed by a dissolution step,in this work, by square-wave voltammetry. The previous step of
accumulation leads to a substantial increase in the sensitivity
and low limit of detection for the determination of the target
analyte.
Experimental SWAdSV parameters were optimized using a
5.0  105 mol L1 GEM solution in a 0.1 mol L1 phosphate buffer
solution (pH 2.0), and the variables studied were: square-wave fre-
quency (10 Hz 6 f 6 50 Hz), pulse amplitude (5 mV 6 a 6 65 mV),
and scan increment (1 mV 6 DEs 6 6 mV). The selected parameters
for the development of the analytical procedure were f = 40 Hz,
a = 45 mV and DEs = 3 mV.
Fig. 6 shows the SWAdS voltammograms obtained in GEM refer-
ence solutions in the concentration range from 75 to 1000 nmol L1
using an accumulation time of 300 s in 0.1 mol L1 phosphate buffer
solution (pH 2.0). The peak current density increases linearly with
the increase ofGEMconcentration, and the analytical curve is shown
in the insert of this ﬁgure. The regression equation is j
(lA cm2) = 0.686 + 0.083  [c/(nmol L1)], (r = 0.997). The limit of
detection (LOD) obtained was 53 nmol L1, which was calculated
as 3 S/m, where S is the standard deviation of the blank solution
(ten runs), andm is the slope of the analytical curve.
As mentioned above, no electroanalytical methods have been
reported for determination of GEM in pharmaceutical or urine
samples using a modiﬁed glassy carbon electrode. Thus, Table 1
shows the analytical parameters obtained in this work and the
parameters obtained using other analytical techniques, such as,
HPLC, spectroﬂuorimetry, and GC. It can be observed, that the ana-
lytical parameters obtained herein are better than those based in
usual analytical methods except the techniques with costly mass
spectrometry detector. Besides that, HPLC-MS and GC–MS meth-
ods require high consumption of organic solvent, are time consum-
ing for sample pretreatment, on the other hand our method
Table 1
Comparison of the analytical parameters obtained using different methods and
techniques for GEM determination in pharmaceutical formulations and biology ﬂuids.
Method Concentration range
(mol L1)
LOD
(mol L1)
Reference
HPLC 1.0  106–2.0  104 4.0  107 [4]
HPLC-MS 4.0  109–1.0  106 – [8]
GC–MS 4.0  1010–4.0  109 4.0  1011 [9]
Spectroﬂuorimetric 4.0  107–2.8  106 9.2  109 [12]
Polarographic 1.8  107–2.4  106 9.0  108 [13]
Potentiometric 2.5  105–0.1 7.1  106 [14]
Voltammetric 7.5  108–1.0  106 5.3  108 This work
36 J.A. Ardila et al. / Journal of Electroanalytical Chemistry 690 (2013) 32–37requires minimal sample pretreatment and the instrumentation is
inexpensive.
The inter-day repeatability of the method was examined by
measuring the peak current density for 250 and 750 nmol L1
GEM solutions during 3 days using the sameMWCNTs-DHP disper-
sion to prepare the electrode. Relative standard deviations be-
tween 1.68% and 2.85% were obtained.
The intra-day repeatability was also examined by successive
measurements (ten runs) for 250 and 750 nmol L1 GEM solutions,
and the relative standard deviation obtained was 2.21 and 3.14%,
respectively. These results show the good precision of the proposed
method using MWCNTs-DHP/GCE.3.7. Interference studies
The selectivity of the proposed method was evaluated by the
addition of possible interferents (starch, methyl cellulose, sorbitol,
and polyvinyl alcohol) in a standard solution containing
5.0  107 mol L1 GEM, at the concentration ratios (standard
solution:interferent) of 1:1 and 1:10, and the obtained current sig-
nals were compared with those obtained with the standard solu-
tion. Relative standard deviations lower than 6.0% were observed
for all studied substances in a proportion of 1:10. These results al-
low us to conclude that the compounds studied no presented a sig-
niﬁcant interference in the GEM determination using MWCNTs-
DHP/GCE.
The recovery experiments were carried out to evaluate matrix
effects after the standard-solution additions. The results obtained
show recoveries of 97.5 ± 3.8% and 97.8 ± 4.3% for 1.38  107 -
mol L1 and 3.38  107 mol L1 GEM solutions, respectively, in
the samples (pharmaceutical formulations), indicating that there
were no important matrix interferences for the samples by the pro-
posed SWAdSV method.3.8. Determination of GEM in pharmaceutical formulations and urine
samples
The proposed SWAdSV method using a MWCNTs-DHP/GCE was
applied for the determination of GEM in pharmaceutical formula-Table 2
Determination of GEM in pharmaceutical samples using an HPLC comparative
method and the proposed SWAdSV method.
Samples Gemﬁbrozil (mg/L) Relative errorb (%)
HPLC methoda SWAdSV methoda
A 914 ± 14 920 ± 10 0.7
B 923 ± 15 939 ± 9 1.7
C 622 ± 7 610 ± 7 1.9
D 601 ± 8 593 ± 7 1.3
a Average of 3 measurements.
b [(SWAdSV value – reference method)/reference method]  100.tions samples by the standard addition method. The obtained re-
sults for these samples are present in Table 2 comparatively to
those obtained using an HPLC method.
The values obtained for the SWAdSV method are in agreement
with the HPLC determination, with relative errors ranging from
1.3% to 0.7%. The paired t-test [40] was applied, and the t value
(0.101) was smaller than the critical value (3.18, a = 0.05), indicat-
ing that there is no difference between the obtained results at a
conﬁdence level of 95%. The proposed SWAdSV method was also
used for determining the GEM in spiked artiﬁcial urine using the
standard addition method. Two different GEM concentrations were
spiked in the artiﬁcial urine: 250 and 750 nmol L1. The recoveries
obtained were between 108 ± 4% and 104 ± 4%, respectively. These
results indicated that the proposed method can be applied for GEM
determination in urine samples.4. Conclusions
In this work a multi-walled carbon nanotube and a dihexadecyl
hydrogen phosphate (MWNTs-DHP) ﬁlm-modiﬁed glassy carbon
electrode were developed for the square-wave adsorptive stripping
voltammetric determination of GEM in pharmaceutical formula-
tions and artiﬁcial urine. After an accumulation time of 300 s, the
GEM was oxidized at a potential of 1.31 V with a transfer of two
electrons. The detection limit obtained was 53 nmol L1. This elec-
trode is of easy fabrication, has a high sensitivity, a rapid response,
and a low cost. In addition, the results show that the MWCNTs-
DHP/GCE increases the anodic oxidation peak intensity of GEM
due to the unique properties of the MWCNTs.
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